Allowable limit of error in clinical chemistry quality control.
Taking the National Clinical Chemistry Quality Control of China National Center for Clinical Laboratory as an example, I present this study of some problems with using the allowable error limit in present-day clinical chemistry quality control, and propose a new allowable error limit for use in external quality control in clinical chemistry.